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a) CLSIMI100: Performance Standards for Antimicrobial Susceptibility Testing, 29th Edition.
b) EUCAST: European Committee on Antimicrobial Susceptibility Testing, version 9.0, valid from 2019-01-01.
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1. CLSIMO7: Methods for Dilution Antimicrobial Susceptibility Tests for Bacteria That Grow Aerobically (Latest edition).
2. CLSIMI100: Performance Standards for Antimicrobial Susceptibility Testing (Latest edition).
3. EUCAST: European Committee on Antimicrobial Susceptibility Testing (Latest edition).
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